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The maximum entropy technique was successfully applied to 
the deconvolution of overlapped chromatographic peaks. An algorithm was 
written in which the chromatogram was represented as a vector of sample 
concentrations multiplied by a peak shape matrix. Simulation results 
demonstrated that there is a trade off between the detector noise and peak 
resolution in the sense that an increase of the noise level reduced the peak 
separation that could be recovered by the maximum entropy method. Real 
data originated from a sample storage column was also deconvoluted using 
maximum entropy. Deconvolution is useful in this type of system because 
the conservation of time dependent profiles depends on the band spreading 
processes in the chromatographic column, which might smooth out the finer 
details in the concentration profile. The method was also applied to the 
deconvolution of previously interpretted Pioneer Venus chromatograms. It 
was found in this case that the correct choice of peak shape function was 
critical to the sensitivity of maximum entropy in the reconstruction of these 
chromatograms. 

In addition, multiplex gas chromatography was applied for the 
reconstruction of time varying concentration flows. Using specifically 
designed input sequences of the sample, a dramatic increase of the time 
resolution (on the order of at least one order of magnitude) was achieved. 
When knowledge about the number of compounds present in the sample - 
and especially their peak shape functions for the column in use -- was 
available, the chromatogram was reconstructed from the raw output data by 
simple linear least squares fitting in most cases. Admittedly, a great amount 
of pre-information was needed in order to limit the possible set of solutions. 
However, when pseudo-random binary input sequences were used, the pre- 
information about the number of compounds could be obtained from the 



detector output itself (in most cases). Examples of the monitoring of gases 
evolving from volcano rock soils and polymers during the heating (from 
100°C to 600°C) of these soils by linear temperature programming were 
reported, as indicated below. 

The potential application of multiplex gas chromatography to 
extraterrestrial atmospheric analysis is quite significant. Contemporary 
columns and analysis conditions require separation cycle times of about 10 
minutes. This means that only very few cycles can be mn during the descent 
of a probe to a planet's surface. Multiplex gas chromatography allows an 
increase in time resolution through multiple input of the sample during the 
chromatographic mn without having to wait for the completion of one 
separation cycle to start another. The raw detector output is not directly 
interprettable since it is the product of overlapping cycles, but we have 
shown this raw output signal can be demodulated to reconstruct each 
chromatogram with accuracy. 

The results discussed above have been submitted to peer- 
reviewed journals as listed below: 

"Deconvolution of Overlapped Chromatographic Peaks by Maximum 
Entropy." J.-M. D. Dimandja, M. Kaljurand and J. B. Phillips. Journal of 
Chromatography A. Submitted. 

"Non-Stationarv Sample Composition Analysis Using Multiple Input 
Chromatography." J.-M. D. Dimandja, M. Kaljurand and J. R. Valentin. 
Analytical Chemistry. Submitted. 



